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By Carol Day al 9:28 am, Mar 16, 2615

REPORT #7

Complete this report in duplicate at the time of the regular monthly prevenialive maintenance check, and whenever instrument is repalred.
Send copy to Depariment of Health and Senior Services: retain original In depariment file.

ALCO SENSOR 1V SN PRINTER SN DATE OF INSPECTION
(30806 099.3586.179 03/14/2015

LOGATION OF INSTRUMENT (STREET AND GITY) TIME OF INSPECTICN
302 3. Main st Southwest City Missouri. 64863 6:46 am

CHECKLIST: Place a mark in the box by each item if found to be salistactory or if operaling within established Hmits. (Write in observed val-
ues where datermined.) Unmarked items must be correcled belore using Instrument.

E] DIGITAL READOUT (ALL ELEMENTS QPERATIONAL)

[¥] TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

/] PRINTER WORKING PROPERLY

Ei TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

¥ simutaTor SOLUTION O compressep ETHANOL-GAS MIXTURE

¥l stanDaRD suppLier Guth Labs . LOT # 14110 EXP. DATE 05/01/2016

[/] SIMULATOR TEMPERATURE (34°C £+ 0.2°C) _ 34.0  SIMULATORSN  DR3479 SIMULATOR EXP DATE 04/23/2015

[Z} CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within 5% of the standard valus and must have a spread of .005 or
less. Check the box comresponding 1o the standard sclution being used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 = (0,096 TEST 2= g 095 TEST3 = {096

/] RFi DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 3 (0s5-09y O (.10-.14) Y {.15-.19) 0 (OVER .19) 0

List any new paris and deseribe any alteration or medification that was made 1o restore the instrument 1o operate sallsfactorily and within
established limits (use other side if necessary),

INSPECTING OFFIC e
PRINT NAME

L —ANOALe it Rick Lance
TyPe It PERMI NuMBHREXEIRATIDN DATE — TELEPHONE NUMBER
240205 04/30/2016 (417} 762-3768

Heturn completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 Jamos Boulevard
Poplar Blufl, MO 83301

MO 680-1351 {6-10) Al EGUAL GPPORTUNITYIAFFIRIMATIVE AGTION EMFLOYER
sEVLES proveied o @ nomsnominatory bass

LAB-114




GUTH LABORATORIES, INC.,

SI0NORTH 87th STREEY ® HARRISBURG, PA 47111, 4511 @ TELEPHONE: 717.564-5470

CERTIFICATE OF ANALYSIS

Certificd Alcohol Reference Solution for Simulator

Random Sampies of Lot Number 14110 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on May 5, 2014, using a Perkin Elmer Gas Chromatograph
Autosystem XL S/N: 610N9030209, and found to contain 0.1206% {wivol)
ethyl aicohol. The expiration date for this lot
number is May 1,2016 at 11:59 PM.

When--used in-a-calibrated Simulator, operating at
34°C #/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.100 g/210L +/- 3%,

The alcoho! and water used in this solution were

free of test interfering substances.

Tl T
Ted L. Pauley, Presiden/

GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose

values are traceabie to NIST,
All balances are calibrated annually by an omtside agency using NIST traceable weights,
Calibration verification is done prior (o cach use utilizing NIST traceable weights.
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STATE OF MISSOURI

DEPARTMENT OF HEALTH AND SENIOR SERVICES oo
: BREATH ALCOHOL PROGRAM A

RMIT
TYPE I

RICK LANCE

sred b gwbnict and sunervise operaloss. fram instructors, ingpect, cabibmate. oerfonm figld serace and rapars,
wiing arealh analyzern s

ALCO-SENSOR IV WITH PRINTER

S T

4/30/2014 bom e o
i 240205 T
’ VR S U A S | ‘
aorkes df30/2016 ',
HRECTGR OF DEFARTAIENT F IES T ISMT SEMIR SERVE B0

STATE OF MISSOURI
. DEPARTMENT GF HEALTH AND SEHIOR SERVICES
-~ ...  BREATH ALCOHOL PROGRAR

INSTRUMENT OPERATOR CARD

The narmed cardhoiar is suthorited 1o oparala an evidartGt breath akoohol
mslm'ﬁcﬂ! for the daianmingtion of the slcehai confent in argath form of Grived Al

e

Opearalor  LANCE, RICK
Parmi{No 240205
Date issued 4/30/2014  Date Expires 4/30/2015

FETM R TP




